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MACS I NO-0 Interface Specification
Revision 1
1 WBC Primary Interfaces
1.1 Reactor
1.1.1 .igs body data indicates line-to-line shielding at the reactor
face. Shield sectioning, connections, support and clearances
are the responsibility of the NCNR engineers.
1.2 Beam Tube
1.2.1 .igs body data indicates instrument clearance locations for
the beam tube. Beam tube sectioning, connections, support and
clearances are the responsibility of the NCNR engineers.
1.3 Neutron Guide Tubes
1.3.1 .igs body data indicates approximate locations for the
existing primary guide tube shields. Shield sectioning,
connections, support and clearances are the responsibility of
the NCNR engineers.
1.4 Shutter
1.4.1 .igs body data indicates the location of the shutter cabinet,
beam tubes, and shutter block. Concepts are included for the
shutter actuation, however the final design and operation of the
shutter as well as the shielding surrounding the shutter is the
responsibility of the NCNR engineers.
1.5 BT-7
1.5.1 .igs body data indicates line-to-line shielding at the BT -7
shields. Shield sectioning, connections, support and clearances
are the responsibility of the NCNR engineers.
1.6 Cryo Filter Exchanger (CFX)
1.6.1 .igs body data indicates shielding surrounding the CFX.
1.6.2 CFX Dimensions: Rectangular Solid,
1200mm tall x 450mm wide x 450mm along the beam axis
1.6.3 CFX Mounting: Three point mounting to the bottom surface
of the CFX. Mounting point centerlines TBD
1.6.4 CFX Actuation: Actuators for the CFX protrude
approximately 1000mm beyond the upper surface of the CFX.
CFX Actuator details will be submitted such that the actuator
shields may be designed by the NCNR engineers
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1.7 Beam Choke Ring (BCR)
1.7.1 .igs body data indicates instrument clearance locations for
shielding adjacent to the BCR. The BCR has a height to width
ratio of 1. The BCR, and BCR Shield sectioning, connections,
support and clearances are the responsibility of the NCNR
engineers The BCR is composed of highly neutron absorbent
material.
1.8 Cask
1.8.1 .igs body data indicates line-to-line shielding at the Cask
outer walls. Shield sectioning, connections, support and
clearances are the responsibility of the NCNR engineers.
1.9 Kidney
1.9.1 .igs body data indicates instrument clearance locations for
shielding opposite the Analyzer Kidney. Shield sectioning,
connections, support and clearances are the responsibility of
the NCNR engineers.
1.10 Beam Transport System (BTS)
1.10.1 .igs body data indicates instrument clearance locations for
shielding adjacent to the Beam Transport system. Shield
sectioning, connections, support and clearances are the
responsibility of the NCNR engineers.
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1.11 Top Shields
1.11.1 Top shields and top shield interfaces are the responsibility of
the NCNR engineers.
1.12 Beam Dump
1.12.1 .igs body data indicates line-to-line shielding at the Get-Lost-
Pipe outer walls. Shield sectioning, connections, support and
clearances are the responsibility of the NCNR engineers.
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